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Introduction
The air is continuously polluted by chemical, automobile and petrochemical industries due to rapid industrialization. The poisonous NO x (NO and NO 2 ) gases are always blamed for the formation of ozone in the troposphere, the production of acid rains and respiratory problems to humans [1] . In view of the stricter regulations for the emissions from vehicles and other sources of pollutants, the need for a high selectivity, cost-effective and reliable NO x sensor has become a high priority.
Solid-state potentiometric sensors have been deeply investigated for the detection of NO x . Metal oxide semiconductors, such as WO 3 [2] [3] [4] , Cr 2 O 3 [5] [6] [7] , SnO 2 [8] and LaFeO 3 [9] , are widely used as sensing materials in many potentiometric NO x sensors with high & 2019 The Authors. Published by the Royal Society under the terms of the Creative Commons Attribution License http://creativecommons.org/licenses/by/4.0/, which permits unrestricted use, provided the original author and source are credited. detection ability and stability. WO 3 -based sensor is more promising than other semiconducting metal oxide potentiometric NO x sensors because of its excellent sensitivity to NO x without significant sensor signal drift. Lu et al. [2] tested various semiconducting metal oxides and found that WO 3 could give the best sensing properties to NO 2 and NO in the range of 500-7008C. Dutta et al. [3] reported a Y 2 O 3 -doped ZrO 2 (YSZ)based sensor with a WO 3 sensing electrode (WO 3 -SE) and a Pt/Au reference electrode; it showed stable, fast and reproducible responses to NO 2 at 600-7008C. Di Bartolomeo et al. [10] investigated a planar potentiometric sensor with a WO 3 -SE and a Pt counter electrode on the same side of YSZ, which exhibited a fast and stable response to NO 2 and a linear relationship between the response and the NO 2 concentrations in a logarithmic scale at 450-7008C. The same linear relationship was also found in a potentiometric tubular sensor with a Pt/WO 3 electrode [1] . Yoo et al. [11] also prepared a potentiometric sensor with a WO 3 -SE and a Pt counter electrode on both sides of YSZ and found that it had high sensitivity to even as low as 10 ppm NO 2 . In view of its excellent sensing performance, WO 3 is used as the NO 2 -sensing electrode material for potentiometric sensor in this work.
For a YSZ-based gas sensor with a metal oxide sensing electrode, electrode microstructure, electrochemical catalytic reaction at the three-phase boundary (TPB) and heterogeneous gas-phase catalytic reaction through the metal oxide electrode are all critical for the gas-sensing performances [12, 13] . Large amounts of NO 2 molecules may be adsorbed and stored in the sensing electrode, and the electrochemical reactions would take place at the TPB, which provides the diffusion path for NO 2 molecules, electrons and O 22 . So, the well interconnected electrode microstructure between Pt and sensing electrode and compact adhesion of the TPB should be better for NO 2 sensing.
For the sensor fabrication processes, many technical parameters could influence the sensing electrode microstructure [14] . As one of the most important parameters, electrode sintering temperature could affect the microstructure as well as the sensing electrode/YSZ interface. Therefore, the sintering procedure plays a significant role in the gas-sensing performance. Based on plenty of earlier publications regarding WO 3 -SE potentiometric sensors, it could be found that the difference between their sintering procedures is obvious, and they were 7008C for 3 h [2], 7508C for 3 h [3] , 8008C for 2 h [7] and 8008C for 10 h [11] . Such big differences suggest that in order to obtain excellent gas-sensing performance, the selection of the sintering procedure for the sensing electrode preparation is very important.
To optimize the fabrication process of the gas sensor and obtain optimal NO 2 sensitivity, planar potentiometric sensors with a configuration of Pt/YSZ/(Pt-WO 3 ) sintered at 750, 800 and 8508C for 3 h were investigated in detail. After sintering processes at various temperatures, sensing electrode microstructures and NO 2 -sensing characteristics of different sensors were tested. The influences of the sintering temperature on the electrode microstructures as well as the sensing properties of NO 2 sensors were examined and analysed.
Experiment

Sensor fabrication
Each NO 2 sensor contains one piece of 8 mol% Y 2 O 3 -doped ZrO 2 (8YSZ) electrolyte and reference/sensing electrodes located on both surfaces of the electrolyte. The square electrolyte with the dimension of 10 Â 10 Â 0.3 mm was prepared by the tape casting and sintering process at the temperature of 15008C for 2 h in air. The reference electrode and Pt collector were screen printed on both surfaces of YSZ electrolyte with Pt slurry (mixed with 1 wt% 8YSZ), dried at 808C for 2 h and then sintered at 12008C for 2 h. For the preparation of sensing electrode, commercial tungsten oxide (WO 3 , 99.9% purity, less than 200 nm, Alfa Aladdin, Shanghai) powder was mixed with 50 wt% binder (5 wt% ethocel, 94 wt% terpineol and 1 wt% Span 80) as the screen-printing slurry. The mixed slurry was screen printed on the Pt collector, dried at 808C for 2 h and sintered at 7508C, 8008C and 8508C for 3 h each, with a heating and cooling rate of 38C min 21 . The schematic of the potentiometric NO 2 sensor is shown in figure 1 . The surface morphology as well as the thickness of sensing electrode were observed by a field emission scanning electron microscope (SEM, JSM7600F, JEOL) operated at 10 kV.
Evaluation of sensing properties
Sensor performance was tested in a gas flow apparatus under various gas environments controlled by mass flow controllers (MPA-80, Beijing Seven Star Electronics Company). The gas flow apparatus was connected to a quartz tube equipped with a furnace operating at temperatures in the range of 500-6008C. The gas environment consisted of a changing NO 2 concentration varying from 100 to 500 ppm and the base gas (10 vol.% O 2 þ N 2 balance), at a total flow rate of 0.2 l min 21 . Both electrodes of the sensor were exposed to the same gas atmosphere. The voltage difference DV (open circuit potential) between the sensing and reference electrodes was monitored and recorded by an electrochemical work station (Versa STAT 3, Princeton, USA). For the voltage measurements, the sensing electrode was connected to the positive terminal of the electrochemical work station, and the reference electrode was connected to the negative terminal.
Electrochemical impedance spectroscopy (EIS) was conducted with the electrochemical work station in the frequency range of 0.1 Hz to 1 MHz, with 10 mV exciting voltage at 5508C.
Results and discussion
3.1. Morphology of WO 3 sensing electrode SEM micrographs of the cross sections of WO 3 -SEs are shown in figure 2. It is seen that WO 3 -SEs sintered at various temperatures have different thicknesses and there is some variability in the thickness throughout the same electrode. So, we took several measurements across the cross section of the electrode from large areas and calculated statistical average thickness for each electrode. The average thicknesses of the electrodes are 35, 25 and 10 mm. These results show that the thickness of WO 3 -SE decreases seriously with increasing of sintering temperature. Figure 3 shows surface micrographs of WO 3 -SE sintered at different temperatures. It can be seen from figure 3a,b that the Pt collector of the sensors sintered at 7508C and 8008C is fully covered by WO 3 layer. Moreover, in figure 3c, the Pt collector of the sensor sintered at 8508C is not fully covered by WO 3 , and some part of the Pt collector is exposed to gas. Figure 4 shows the surface morphology of each WO 3 -SE sintered at different temperatures. It is observed that the average grain size evaluated in large areas is about 2 mm, for each WO 3 -SE. For the sample sintered at 7508C, WO 3 particles are relatively dispersed without obvious sintering phenomenon. But for the sample sintered at 8008C, proper sintering necks and a network structure were formed between the WO 3 particles. For the 8508C-sintered sample, a serious sintering phenomenon was generated due to the high temperature, which led to the destruction of electrode network structure. concentration, the lowest DV was always obtained from the sensor sintered at 7508C, and the highest value was obtained from the sample sintered at 8008C. The sensor sintered at 8008C had the fastest response and recovery, while the sensor sintered at 7508C showed the slowest rates. It could also be seen that NO 2 sensitivity decreases significantly for each sensor as operating temperature increases. Figure 6 displays the dependence of response values on the logarithm scale of NO 2 concentration for each sensor. It can be seen that in each case, the voltage response increases linearly with an increasing NO 2 concentration on a logarithmic scale. Such a linear variation is typical for a mixed potential-type gas sensor [15, 16] . The sensing mechanism of the YSZ-based potentiometric NO 2 sensor can be basically explained by the mixed potential mechanism existing at the TPB of WO 3 (Pt), YSZ and gas [17] . The mixed potential O 2À ! 1=2O 2 (g) þ 2e À ð3:1Þ
Evaluation of sensing characteristics
When a larger number of electrochemical reaction sites are present at the TPB, the sensor could exhibit faster response/recovery and a higher voltage response; when the number of reaction sites is significantly lower, the response/recovery rates and sensitivity could be lower. The number of reaction sites at the TPB is greatly affected by the microstructure of the sensing electrode. In general, the sensing electrode with fine particles and three-dimensional network structure possesses more gas reaction sites, and the electrode with higher porosity shows faster response and recovery. As can be seen from figure 4, although the particles of WO 3 -SE sintered at 7508C were uniformly distributed, the sensing electrode did not present a porous network structure compared with the sample sintered at 8008C, so it was not conducive to the diffusion of gas molecules to the TPB and the electrode reactions. Therefore, the 8008C-sintered sensor exhibited higher NO 2 sensitivity and response/recovery rates.
However, the sensing properties of the 8508C-sintered sample did not continue to increase with rising temperature, and the response and recovery rates also slowed down. Combining with the microstructure analysis of sensing electrode, it is thought that this is due to the serious sintering phenomenon caused by the higher sintering temperature. The sintering necks among particles decreased the diffusion channels and reduced reaction sites, and it eventually led to the decline of sensor performance.
Besides reaction sites, the number of adsorption sites on the sensing electrode also plays an important role in sensor performances. The more adsorption sites lead to the higher gas concentration at the TPB; it enhances the intensity of the electrochemical reactions as well as the NO 2 sensitivity of the sensor. WO 3 is an n-type semiconducting oxide, and when WO 3 -SE is exposed to NO 2 , NO 2 molecules can be adsorbed directly in WO 3 -SE [18 -20] . As WO 3 is a low temperature sublimation material [21, 22] , it begins to sublimate at 6508C, and the sublimation becomes more serious with an increasing sintering temperature. As can be seen from figure 3, different sintering temperatures led to different degrees of WO 3 sublimation, which resulted in different micro-morphology of sensing electrodes. Specifically, the electrodes sintered at 750 and 8008C show a complete structure. But, for the 8508C-sintered sample, part of the Pt collector was exposed to gas due to the WO 3 sublimation, which destroyed the integrity of the electrode structure and thus reduced the adsorption sites and reaction sites of the sensing electrode for NO 2 . Therefore, from the perspective of the gas adsorption sites, the 8508C-sintered sample should have the lowest NO 2 sensitivity, but it is inconsistent with the results in figure 5 ; the sensitivity of the 8508Csintered sample is higher than that of the 7508C-sintered sample.
It is reported that the thickness of sensing electrode of gas sensor has a great influence on sensor performance [23, 24] . The thicker sensing electrode layer leads to more serious gas-phase catalytic reaction, which causes the target gas reaching the TPB tending to be in equilibrium, reduces the concentration of NO 2 and decreases the sensitivity of the sensor. For the sample sintered at 8008C, the WO 3 -SE layer thickness was significantly less than that of the 7508C-sintered sample; therefore, the gas-phase consumption effect was relatively low, resulting in a higher concentration of NO 2 at the TPB, which eventually resulted in a greater sensitivity. For the WO 3 -SEs sintered at 750 and 8508C, although the higher sintering temperature led to the incomplete electrode structure and the reduced NO 2 adsorption sites, the thinner electrode layer slowed down the gas-phase consumption of NO 2 to the greatest degree. These two factors with the opposite effect eventually led to the higher NO 2 sensitivity of the 8508Csintered sample.
To further understand the effect of sensing electrode microstructure on gas sensitivity, the electrochemical impedance spectra of the sensors sintered at different temperatures were measured between 0.1 Hz and 1 MHz at 5508C in the base gas and sample gas (500 ppm NO 2 ); the Nyquist plots are shown in figure 7a . It could be seen that there is a smaller semicircle which is not obvious in the high frequency range and a bigger semicircle in the low frequency range. The shape and size of the small arc at the high frequency region are similar for the sensors sintered at different temperatures, either in the base gas or the sample gas. But there is a significant shrinkage towards the real Z 0 -axis for the large arc at low frequency when NO 2 is injected.
A probable equivalent circuit could be given for the potentiometric gas sensor based on some earlier reports, as shown in figure 7b . Here, R 0 represents the resistance caused by electric connections in the testing device and a gas sensor. The Voigt element at high frequencies (R 1 C 1 ) corresponds to the bulk resistance and the capacity of the YSZ electrolyte due to the uniformity of the shape and size for different samples, whereas the Voigt element at low frequencies (R 2 C 2 ) corresponds to interface resistance and capacity for electrochemical reactions at the TPB [25] [26] [27] . The resistance values of the equivalent circuit were calculated with Zview software and are shown in table 1. It could be seen that R 0 and R 1 do not change obviously, but R 2 has a great decline with the gas exchange from base gas to sample gas. And as the sintering temperature increases, the interface resistance also changes obviously, which is the lowest for the sample sintered at 8008C but highest at 7508C. The magnitude of the interface resistance usually reflects the degree of electrochemical reactions at the TPB: a smaller resistance means a more intense electrode reaction [26, 28] . Here, because the NO 2 concentration in the sample gas is the same, so the intensity of electrode reactions is mainly affected by the microstructure and WO 3 -SE thickness introduced by the different sintering temperatures. In this work, the sample sintered at 8008C has appropriate adsorption sites, most reaction sites and moderate electrode thickness, and shows the best NO 2 sensitivity. The distribution of relaxation times (DRT) is also a useful method for deconvoluting EIS data and has been successfully used to identify the reaction mechanisms in solid oxide fuel cell and battery materials [29] [30] [31] [32] . It can display impedance data as a distribution of time constants, which can be easier to interpret which physical process is the determining factor for the entire electrochemical process. We tried to deconvolute the EIS results with the DRT method and the results are shown in figure 8 . It could be found that each curve has a double peak between 0.1 and 10 Hz; there is roughly the same position of the peaks for the three samples either in the base gas or sample gas. Normally, the electrode reaction is the critical step in the entire electrochemical processes in the low frequency range. So, the peaks appearing in the low frequency range and the similar peak positions should be caused by the same process of electrode reactions.
It could also be seen that under the same concentration of NO 2 , the smallest peak area is from the 8008C-sintered sample, and the largest one is from the 7508C-sintered sample. The area of the peak represents the polarization resistance of the electrode reaction process [29] ; the smaller the area, the lower the electrode reaction resistance and the more intense the electrode reaction. Perhaps, the 8008Csintered sample had the optimal morphology and electrode thickness, so that it had the strongest electrode reaction and finally obtained the maximum response signal.
In conclusion, based on the analysis of different factors for sensor performance, in order to obtain the best sensing performance, it is necessary to adopt the proper sintering procedure and to get the optimum sensing electrode microstructure.
Conclusion
The mixed potential-type sensors using the YSZ electrolyte and WO 3 -SE sintered at different temperatures were fabricated; the sensing electrode microstructure and NO 2 -sensing characteristics were examined. It was shown that the NO 2 -sensing performance was strongly dependent on the sensing electrode microstructure. The change of electrode microstructure could influence the reaction sites, adsorption sites and gas-phase catalysis, and then affect the sensing performance of the sensor. The 8008C-sintered sensor with moderate adsorption sites in WO 3 -SE, the most reaction sites at TPB and moderate electrode thickness had the highest voltage response and fastest response/recovery. However, for the samples sintered at 7508C and 8508C, due to different amounts of electrochemical reaction sites at TPB, adsorption sites and different degrees of gas-phase catalytic consumption, the 8508C-sintered sample presented the higher NO 2 sensitivity.
